
Verify the power
light is on.

Verify instrument is
within calibration date. If

not contact Radiation
Safety via MCR X3721.

DO NOT USE
WALLFLOWER!

Contact
Radiation Safety
via MCR X3721
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Wallflower Procedure for Class Level
Determination

Has item
been checked
with frisker

Perform Frisker
procedure for
material monitoring

Source check the wallflower
by placing the probe between
the meter face and the source
with the black tape lined up
with the arrow on the source

Is the
meter reading

within the source
check sticker

range?

Hold probe parallel
to the object at 1 foot distance

Does the
needle stay in

the 1 area?

Attach Class 1
label

Does the
needle stay in

the 2 area?

Attach Class 2
label and contact

Radiation Safety via
MCR X3721

Keep others away
from material
and contact

Radiation Safety
via MCR X3721

Fill in
Date, Dose Rate
and Name
on the sticker


