
Verify instrument is
within calibration date. If

not contact Radiation
Safety via MCR X3721.

Turn frisker on
Set range switch

to X1 scale
Turn speaker
volume up

Is Background
below 100 cpm?

Is
Frisker probe

facing away from
the Wallflower

check
source?

Move to
a lower

Background
Area

Turn Probe
away from

the
Wallflower

Perform
Source
Check

Is Meter Reading
Within the Response
Parameters Specified
on the Source Check

Sticker

DO NOT USE
FRISKER!

Contact
Radiation Safety
via MCR X3721

Perform survey at a rate of 1 to 2
inches per second at a distance
of approximately 1/4 inch from

surface of the material until audible
count rate increases or survey is complete.

Did
Audible

Count Rate
Increase?

Item is not radioactive
End Survey

STOP. Hold probe at spot
for 15 to 20 sec for meter to

Stabilize.

Is meter
reading 50 cpm or

greater than
background?

Continue survey

Item is radioactive.
Check material with

Wallflower to
determine dose rate

class level

NO

YES

NO

YES
NO

YES

NO

NO

Yes

Frisker Procedure for Monitoring Materials

Yes


